Injectable calcium phosphate (CaP) biomaterial is considered as an injectable bone substitute (IBS). It was developed to minimize invasive surgery in various applications in orthopedic and dental surgery. The IBS considered of a polymer solution mixed with biphasic calcium phosphate (BCP) ceramic particles. Two particle sizes of BCP (40-80 and 80-200µm) were used and the weight ratio was 40%. This study investigated the influence of polymer solution on the BCP particles stability. Effects of particles size and limiting viscosity of polymer on the sedimentation were studied. The polymer concentration and particles size can be adapted to provide the best stability and storage of IBS.
Introduction
Calcium phosphate (CaP) ceramics are the main raw materials used to elaborate granules for bone substitutes. These ceramics are being increasingly used in orthopedic surgery, maxillo facial surgery and dental applications because of their bioactive properties. The concept of injectable bone substitute (IBS) developed in our laboratory is based on association of biphasic calcium phosphate (BCP) granules and a cellulose ether derivative polymer [1, 2] . IBS requires suitable rheological properties to ensure bonding of the mineral phase in situ with good cell permeability. The BCP mineral phase is an association of hydroxyapatite (HA) and β-tricalcium phosphate (β-TCP). The suitable proportions of HA (60%) and β-TCP (40%) has provided BCP ceramics with controlled bioactivity and biocompatibility [3] . The viscous phase of IBS is an aqueous polymer solution (hydroxypropylmethylcellulose (HPMC) or sodium carboxymethylcellulose (CMC)). They are biocompatible and nontoxic polymers. Although several works have been focused on various properties of cellulose ether derivative such as water affinity [4] and gelation [5, 6] , the rheological properties of these carbohydrate polymers were largely studied [7] [8] [9] with many interpretations. Cellulose ether derivative gives the consistency form to IBS. Apparent viscosity and consistency of IBS is based on different parameters (concentration and type of polymer, particles size and ratio of BCP). IBS formulation is an essential factor for rheological properties and injectability [10] . To show better injectability and avoid demixing phenomena and filter pressing of IBS during injection from the syringe, BCP particles must be stable in polymer solution. During storage, the particles settle out as a consequence of gravitational force. This physical phenomenon, sedimentation, is observed in various engineering fields such as chemical engineering, materials and pharmaceuticals processing [11] . A lot of studies have been devoted to the understanding of the stability of suspensions or settling phenomena from a fundamental point of view. Information on particle size, packing density and the mechanism of settling for both dispersant and sediment system have been discussed by Allain et al. [12] and Balastrea et al. [13] . Different approaches have been proposed to describe the hindered settling process. Most of them consider the hindrance dependant on the volume fraction of solids only. The aim of this work was to study the stability of IBS by investigating the sedimentation of BCP particles in different aqueous polymer solutions at fixed volume fraction of solids.
Materials and methods
Polymer solutions were prepared at different concentration in deionized water. The characteristic samples are given in Table 1 . The BCP particles used in this study were prepared in our laboratory by precipitation of calcium-deficient apatite (CDA) and sintering [3] . Image observations ( Fig. 1 ) and granulometry analysis ( Fig. 2 ) of BCP particles were realized using scanning electron microscopy (LEO 1450 VP, Germany). Different preparations of IBS were made by mixing BCP particles (40-80 or 80-200µm in diameter) with different polymer solutions at fixed ratio (40% w/w). The limiting viscosities of different polymer solutions were obtained at low shear-rate from flow curves. Rheological measurements were performed using RheoStress 300 (ThermoHaake ® , Germany) with cone and plate geometry (C60/1° Ti). The polymer densities were also determined at 25°C. The sedimentation study was realized at 25°C and the BCP particles boundary variations for each polymer solution were determined visually as a function time. Water was used as a control. The percentage of solid phase volume settled as a function of time was calculated according to the following formula:
where V t is the volume of settled phase at a given time and V 0 is the initial volume occupied by the suspension. 
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Results
The flow curves of E4M, Blanose, Benecel, K4M and K15M polymer solutions obtained had a similar profile. They all showed a Newtonian zone at low shear-rate and they exhibited a shearthinning at high shear-rate. The limiting viscosities (zero shear viscosity η 0 ) were obtained at relatively low shear rates using the Cross equation. Table 1 shows the limiting viscosities obtained for different polymer solutions. The results show that an increase of η 0 with the polymer concentration, this phenomenon is usual for polysaccharides where the η 0 value becomes higher as the polymer concentration rises [14] . The size distribution of BCP particles determined before mixing with polymer solutions are shown in Fig. 2 . The distributions clearly display a maximum for each granulometry and the mean diameters were 70 and 170µm for 40-80µm and 80-200µm granulometry, respectively. 
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Bioceramics 20 Fig. 3 shows kinetics of sedimentation of BCP dispersed in different polymer solutions. The water shows a maximal compactness (i.e. volume fraction inside the sediment at equilibrium). The effect of particles size was observed. The sediment compactness for 40-80µm particles (57~79%) was qualitatively much larger than 80-200µm one (45~70%). This difference is due to the diameter of BCP particles. The influence of polymer solution was also remarked. The influence of type of polymer on sedimentation velocity was studied ( Fig. 4 ). K4M and K15M polymers with the same η 0 (1.39~1.52Pa.s) were used in this study. Kinetics of sedimentation shows that for both polymers, the sedimentation velocity of the particles was the same. The relative settling velocity can be calculated using Stokes law: 
In this study, both BCP granulometries present Re < 2, meaning that the BCP particles studied here were in the Stokes sedimentation region. 
Discussion
Although the Stokes law is a simple expression for the settling velocity; it is valid only for infinite dilution in which the particles are not affected by each other and the tube walls. In practice, settling velocity is affected by many factors. The important factor is the concentration of particles. In concentrated suspensions, the settling velocity is influenced by the interparticle forces which normally reduce the settling velocity with respect to Stokes velocity. This process is commonly referred to as hindered settling. The hindered settling is found to be a function of solid concentration. This study was realized at fixed concentration of particles (40%). Another important factor is the viscosity of suspending liquid. Theoretically, the high polymer viscosity decreases the sedimentation velocity. The BCP particles became separated from each other by the macromolecular network. It consists of (i) adsorbed polymer chains, (ii) interaction between adsorbed chains and free polymer chain in solution, (iii) compression of the polymer network attached or interacting with particles. With water, the compactness of BCP particles was maximal (Fig. 3) . The sedimentation velocity results from a balance between the net gravity force and the hydrodynamic force arising from the flow of the solvent through the particle network [13] . The effect of the particles size on the sedimentation process is observed in Fig. 3 . At fixed volume fraction, it is found that the particles with larger size lead to a more rapid and significant settling, the BCP particles with 40-80µm settle less than BCP particles with 80-200µm. Type of polymer doesn't play a large role in sedimentation kinetic and compactness. For different polymers with the same zero shear viscosity, settling velocity and sediment compactness of the particle are the same.
Conclusions
Reynolds number indicates that sedimentation of BCP particles was in the laminar flow region (Stokes region). Storage of IBS could be controlled essentially by concentration and size of particles and limiting viscosity of polymer. Sterilization is another parameter which seems to play an important role in sedimentation kinetic. As steam sterilization has to be done for medical reasons, it is necessary to prevent eventual modifications of behavior of the IBS due to this thermal treatment [1] . The steam sterilization temperature (121°C during 21min) has an inverse effect on the viscosity of the suspending polymer. Increasing the temperature decreases the viscosity because of weakening of molecular interaction. So, it is possible to study the effect of temperature on the stability of IBS in situ.
